Monitoring of 210 Pb in groundwater of high radon content is of great interest due to its high radio toxicity. Sensitive and reliable radio analytical methods are required. Due to the complexity of 210 Pb determination, quality management of the analytical data has to be established to ensure the method validation prior to its application to unknown samples. This requires the quantification of the accuracy and precision of the analytical method. However, performances of two existing methods, with little modifications, are examined against standard solutions to ensure validation.
Introduction
In arid regions, groundwater is the major source of fresh water to the residential human communities. Quality evaluation of groundwater, including radiological quality, is of considerable interest in a purpose of toxicity control. The occurrence of natural radio nuclides in groundwater is due to the possibility of the leaching of the salts of their elements from the rock-bearing minerals [1] . For radiological evaluation of groundwater, uranium and radium isotopes, in addition to 222 Rn, usually measured. However, no adequate attention has been given to the comparatively longlived 222 Rn progenies ( 210 Pb and 210 Po).
A previous work [2] was dedicated to study the natural radioactivity in the groundwater of Wadi Nu'man, Mecca province, Saudi Arabia, as an important renewable groundwater source. The study indicated that the water contains high levels (9.8-102.7 Bq L -1 ) of unsupported 222 Rn and considerable levels (up to 54.7 µg L -1 ) of natural uranium; 226 Ra and 228 Ra were of negligible levels (<0.03 and 0.05 Bq L -1 , respectively). The maximum contaminant level (MCL) for 222 Rn in drinking water, according to the national regulations, is about 11 Bq L -1 , and for natural uranium is 30 µg L - 1 . Radon-222 decays to two relatively long-lived progenies ( 210 Pb, 22.3 years and 210 Po, 138 days). These 222 Rn progenies may be present and enhanced in the groundwater of high radon content adding extra radiation dose to the users of these waters [3] . There is a potential for these radio nuclides to increase in the groundwater with time as the radon emanation continues from the rock structures. In addition, some atoms of 210 Pb and 210 Po may escape the bearing rocks and soils to the surrounding groundwater due to solid/liquid interaction. An extension to this study is required to explore the effect of the continuous radon emanation on the accumulation of 210 Po and 210 Po in the groundwater of the Wadi.
Due to the different chemical properties of lead and polonium, the radio nuclides 210 Pb and 210 Po have different pathways in the environment result in radioactive disequilibria. If both radio nuclides are in equilibrium in the sample of interest, it is convenient only to measure either the parent or the daughter, depending on which is easier to determine. In this case, often 210 Po is much easier. However, in environmental samples, especially water samples, 210 Pb and 210 Po cannot be assumed to be in radioactive equilibrium. Therefore, the determination of both isotopes separately in each sample is necessary. This stresses the importance of the simultaneous determination of 210 Pb and 210 Po in groundwater, especially the water of high radon content, which in turn enables a realistic dose assessment.
Monitoring of 210 Pb and 210 Po in the groundwater of high radon content, especially that is used for drinking and other household uses without treatment, require sensitive and reliable methods to meet their regulation limit requirements in drinking water. A guidance level of 0.1 Bq L -1 is established by the World Health Organization (WHO) for the presence of both 210 Pb and 210 Po in drinking water [4] .
The existing methods for 210 Po determination indicate that the most widely used technique is the spontaneous deposition of polonium on a silver (or nickel) disc from dilute hydrochloric acid solutions, and subsequent measurement by α-spectrometry [5] [6] [7] [8] [9] [10] [11] . It is an excellent method and hence, often used for different matrices due to the application of 208 Po or 209 Po radiotracers as yield determinants. The technique is considered to be simple, fast, sensitive, accurate and precise.
On the other hand, due to the complexity of measuring 210 Pb, several attempts have been carried out by many workers to develop reliable radio analytical methods for analyzing this radionuclide. The existing methods can be classified to four main groups:
1. Direct counting of the low-energy γ-ray of 210 Pb by γ-spectrometry using a hyper-pure Ge detector [12] . acetic acid (EDTA) solution [14, 15] or by ion exchange [7, 16, 17] , and then mixing the obtained solution with proper scintillation cocktail and measuring its β-activity or the β-activity of its direct in-growing daughter ( 210 Bi)by liquid scintillation counter.
Separation of 210
Bi and counting its β-activity [18, 19] .
Usually, each of these methods offers some advantages and disadvantages. Accept the first method, all procedures are radiochemical methods depend upon the separation of 210 Pb or one of its daughters (   210   Bi  and   210 Po) from all other components of the sample and preparation for counting to get high sensitivity using appropriate scintillation cocktail and counting system. Most methods involved chemical separation steps result in time delays of several days for separation and in-growth of some daughter or granddaughter activity. They are more complex and usually limited to improve lead separation process, but still have the same disadvantages (the lack of yield determinant radiotracer and the interference of 210 Bi build up counts with that of 210 Pb counts during measurement). In addition, due to the fact that 210 Pb emits very low-energy β-particles, and when decays it also emits low energy (46.5 keV) γ-photons. Both emissions are difficult to detect. In consideration of the advantages of the direct γ-ray measurement method, several attempts have been made to optimize this technique. Therefore, although the γ-spectrometry method is direct and apparently convenient, it has considerable disadvantages due to:
a) The attenuation effect due to self-absorption of the low energy γ-ray (the 46.5 keV photon) emitted by 210Pb that strongly depends on the chemical composition of the sample matrix.
b) The small emission fraction of the γ-rays (only 4% of the total disintegrations).
c) The high background γ-radiation, especially in the low energy region of the γ-spectrum, due to the interference of various natural radiation sources.
Accordingly, the many correction factors and the high relative uncertainties from the γ-spectrometric method should be considered. When higher sensitivity and accuracy are required the chemical separation methods will be the right choice where they will be more reliable. The most common are based on lead separation by co-precipitation as sulfate (or recently by ion exchange) and immediate counting to reduce effort and time.
Ion exchange resins have found an increasing use for the separation of 210 Pb and the other radioanalytes for analysis. An ion exchange resin (Srresin), based on crown ethers, has been developed by Horwitz et al. [20] as an extraction chromatographic resin for the separation of strontium, lead and polonium. It is based on crown ether (4, 4' (5')-bis-(t-butylcyclohexano)-18-crown-6). In addition, a lead selective resin (Pb-resin) is also developed for separation of lead, resulted in good chemical yield and higher sensitivity for 210 Pb determination.
The aim of this work was to quantify two existing radio analytical methods for 210 Pb determination prior to its application for unknown groundwater samples of Wadi Numan. The methods are the most common methods for 210 Pb determination because they are relatively fast and based on direct 210 Pb measurement. They are tested against standard water samples for accuracy and precision. The first is based on separation of Pb by co-precipitation with Ba as sulfate and dissolving the obtained precipitate by EDTA solution [15] . The other method is based on ion exchange separation of Pb using Pb-resin or Sr-resin (Eichrom Technologies, LLC. Analytical procedures, OTW01, Rev. 2.0). Based on the obtained results, the techniques are evaluated.
Experimental Sulfate co-precipitation method
This procedure [15] Ra) in the groundwater were below the detection limit of the counting system in all samples [2] .
About 0.5 -1 L of the water sample was filtered, using 0.45 µm membrane filter, in a clean 1-L beaker. Nineteen mg (0.019 g) of barium nitrate was added and stirred to dissolve. The pH was adjusted to 2-3 using saturated NaOH solution. The sample solution was boiled and iron was reduced (from Fe 3+ to Fe
2+
) by adding few drops of the ascorbic acid solutions, drop by drop with stirring (colorless clear solution). Six mL of 1M H 2 SO 4 solution was added drop by drop with stirring (Ra and Pb co-precipitated with Ba as sulfate). The sample was lift on the hotplate without stirring for about 15 minutes to develop the precipitate. The sample was cooled to room temperature, centrifuged, and the supernatant was discarded. The precipitate was washed to neutral by distilled water. About 4 mL of 0.25 M alkaline EDTA was added, and the sample was warmed in a water bath for complete dissolution. The sample was evaporated to 2-3 mL, mixed with 12 mL of OptiPhase "Hi Safe" 3 cocktail (from PerkinElmer) and measured using the liquid scintillation counter. For brevity, it will be referred to OptiPhase "Hi Safe" 3 cocktail as "Hi safe" cocktail along the whole work.
According to Wallner [15] , the chemical recovery is 95-100%; this means that there is no need for yield correction, which encouraged the examination of this method.
Ion exchange method
This method (Eichrom Technologies LLC, analytical procedures, OTW01, Rev. 2.0)is unlimited to some type of samples.
210
Pb was concentrated from a 0.5-1 L of water sample by iron hydroxide scavenge, and separated from iron using modified ion exchange resin. The purified lead fraction was collected and prepared for measurement.
Lead pre-concentration
About 0.5-1L of water sample (or an aliquot convenient to meet the required detection limit) was filtered through 0.45 µm filters into 2-L beaker. The sample was acidified to pH 2 with concentrated HNO 3 (0.6 mL per 100 mL). One mL of stable lead carrier and 1 mL of iron carrier were added. The beaker was covered with a watch glass and heated to near boiling for an hour. The watch glass cover was removed and concentrated ammonia solution was added slowly drop by drop with stirring, to get the brown color, and then more 2 mL was added to precipitate iron hydroxide. The solution was stirred, if necessary, and the beaker was allowed to heat for another 30 minutes. The precipitate was left to settle for at least 2 hours (preferably overnight). The supernatant was decanted and the precipitate was transferred to a 50-mL centrifuge tube. The sample was centrifuged and the supernatant was discarded. For washing, the precipitate was mixed with 10 mL of distilled water, centrifuged, and the supernatant was discarded. The precipitate was taken up in 10 mL of 1 M HNO 3 .
Pb separation using Pb-resin column
The Pb-resin column was conditioned with 10 mL of 1 M HNO 3 . The dissolved precipitate was loaded onto the column and the eluent was Open Access 3 discarded. About 10 mL of 1 M HNO 3 was added to the column to remove any Bi or Fe and the eluent was also discarded. About 10 mL of 0.1 HNO 3 was added to the column and the eluent was discarded. A clean and labeled centrifuge tube was placed under the column and 20 mL of water was added to the column to elute lead. Very carefully, 4 mL of concentrated H 2 SO 4 was added to each Pb eluent and the solution was allowed to cool for 10-15 minutes. The tube was caped and the solution was mixed well. A white precipitate was formed.
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Sample preparation for counting
The solution was centrifuged and the supernatant was discarded. About 10 mL of water was added to the precipitate and mixed well to slurry. The sample was filtered on a pre-weighed 0.1 µm polypropylene membrane filter. The filter was removed and dried in a drying oven for about 15 minutes at 50 o C, and cooled to room temperature. The sample was weighed to calculate the mass of PbSO 4 for chemical yield determination. The filter, with the precipitate, was transferred to a polyethylene counting vial and 5 mL of de-ionized water was added and mixed well by vigorous shacking to slurry. Fifteen mL of Hi Safe cocktail or StarGel (gelling cocktail from Merdian) was added and the sample was counted using a liquid scintillation counter.
Sr-resin has been examined for 210 Pb determination using this method. Just Pb-resin column was replaced by Sr-resin column.
Calculations
Low energy β-counts from Bi isotopic equilibrium, lead can be counted using the α/β discrimination counting mode. In this case, the count rate in the β-particle counting window corresponds to the count rate of 
Where, C is the sample count rate in the β-counting window (in cpm); B is the blank sample count rate in the same counting window (in cpm); E is the counting efficiency (measured cpm/dpm of a prepared lead standard in the β-counting window under identical conditions as that of the samples); R is the chemical recovery; V is the sample size (in L). The counting efficiency was found to be ranged from 175-185% due to 210 Pb and 210 Po.
If α/β discrimination counting mode is used for immediate counting to avoid 30 days delay time, the later β-emitters will be counted in the β-particle window in two regions of R 1 and R 2 channels that corresponding to the β-counts of Bi in R 1 to that in R 2 ) has to be calculated using Equation 2:
Where, R 11 and R 21 are the total counts from low energy β in R 1 and high energy β in R 2 , respectively, when the standard sample is counted few hours after 210 Pb separation. R 12 and R 22 are the total counts from low energy β in R 1 and high energy β in R 2 , respectively, when the sample is counted after time (t) of 
Where, C 1 is the net count rate of the sample in the channels of region R 1 (cpm); C 2 is the net count rate of the sample in the channels of region R 2 (cpm); E is the counting efficiency of 210 Pb; Ris the chemical recovery of lead separation; V is the sample size (in L). The net count rate in R 1 or R 2 region equals the count rate of the sample minus the count rate of the blank sample in the same region.
Apparatus
An ultra-low-level liquid scintillation spectrometer, "Quantulus" model 1220 (from PerkinEmer, USA), was used for 210 Pb determination. However, in addition to the dependence of the MDA on the background count rate and the counting efficiency (as in case of LLD), it also depends upon other factors as counting time, sample size and the chemical yield in Open Access 4 the radiochemical separation technique. A detection limit of 6 mBq/L was obtained based on 700 mL sample size and 240 minutes counting time.
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Quality control
Quality management of analytical data has to be established to ensure the reliability of the obtained results with the used analytical procedure (method validation) [21] . This requires the quantification of the accuracy and precision of the analytical method. However, performances of the existing methods are examined against standard solutions prepared by careful dilution of the ) tap water. The dilution with deionized water was replaced by tap water to model for filtered groundwater samples. Blank samples (tap water samples) were processed with the standard samples in the radiochemical techniques to correct for internal and external counting interferences. The uncertainties are given with the final results at two standard deviation level resulting from the propagation of the random uncertainties in counting statistics incurred anywhere in the entire measurement process. All calculations were made using a designed spread sheet program to reduce effort, time and eliminate personal calculation errors.
Results and Discussion

Examining 210
Pb radioanalytical methods
The standard samples were analyzed using the two techniques. Measuring the samples directly after preparation and cooling (before Po equilibrium) requires the determination of the interference factor (F) in advance. It is the ratio between the number of β-counts due to 210 Bi in R 1 channels and that in the R 2 channels (Figure 1) , to correct for the fraction of beta counts due to 210 Bi build up in the 210 Pb channels(R 1 channels) during counting. However, the F factor was first investigated for the used techniques and the obtained results are given in Table1.
The data in Table 1 showed that by using Quantulus, Wallac 1220, liquid scintillation counter, the F factor was found to be 0.26 ± 0.3 with barium sulfate precipitate dissolved in EDTA and mixed with the Hi Safe liquid scintillation cocktail (in the sulfate co-precipitation method). This interference correction factor was found to be lower (0.22 ± 0.4) with the lead sulfate precipitate and the Hi Safe or Star Gel cocktail in the ion exchange method. This means that both cocktails have the same effect on the distribution of 210 Bi β-counts. The slightly higher F values in the sulfate co-precipitation method may be related to a slight quenching effect of EDTA. As expected, the data in Table 1 showed that the distribution of the β-counts of 210 Bi did not affected by the standard activity concentration. In this work, it is slightly affected by the medium in the counting vial. However, this factor has to be determined for the specific 210 Pb-radioanalytical method. Vajda et al [16] Bi medium to nitrate medium to be as that of the 210 Pb to prepare for counting. The later procedure is time consuming and costly, while the present procedure is simple and no extra work is required; just recounting the lead standard after 1 or 2 weeks to determine F.
The sulfate co-precipitation method has been used to measure 210 Pb in the standard samples. Although the original method [15] considered the chemical yield of this method as 95-100% and no need for its determination, a difference in the results between the measured values and reference values was observed; slightly lower values were obtained in most cases. This observation justified the need to examine the chemical yield. However, the chemical yield has been determined carefully and considered resulted in data enhancement Table 2 .
The chemical yield of this method was determined gravimetrically and values ranged from 89 to 95% were obtained Table 2 . Determination of the chemical yield gravimetrically is less accurate than that determined by the material balance technique (the use of spiking radiotracer) due to added statistical uncertainty, leading to less precision. The counting efficiency of 210 Pb was (122 ± 5%), which is satisfactory for measuring low-energy β-emitter.
The accuracy (deviation from the middle of the confidence interval of the standard sample) in the investigated activity range (0.065-0.519 Bq L -1 ) lies within ± 22%, and at the activity level around 0.1 BqL -1 , it was less than ± 6.5%. This range is satisfactory in 210 Pb determinations.
The results, also, showed that the precision (fluctuation of the measured values around the mean of the total measurements) in the studied activity range, ranged from13.6 and 6.2%, for low and high activities, respectively. At the activity levels around the guide value (0.1 Bq L -1 ) the obtained precision was within ± 8%. This work needs experience and skilled hands to achieve such results, however, several attempts were conducted to optimize the procedure and achieve the goal, where the results in Table 1 are the results of the last 3 trials.
As defined by Currie [22] , a detection limit of a paired observation of about 0.006 Bq L -1 in 240 minutes counting time was obtained compared to the guide value (0.1 Bq L -1 ) of 210 Pb in drinking water. However, the detection limit for measuring 210 Pb using this method was satisfactory and attributed partly to the large sample size (700 mL) and the long counting time (240 minutes), although it is about three times higher than that of measuring its indirect daughter 210 Po by α-spectrometry.
Lead-210 was measured in the same standard samples using the ion exchange separation method. Pb-resin columns and two high performance cocktails were examined within this method and the results are given in Table 3 . In an attempt to reduce cost, the used Pb-resin column was regenerated by rinsing the column with 20 mL of 0.1 M ammonium citrate, followed by 20 mL distilled water to be ready for reuse. The data of the regenerated columns are included in Table 3 . Open Access
5
with an average value of about 68%. This yield is lower than that obtained with the sulfate co-precipitation method (average 92%), resulted in slightly higher uncertainty.
The 210
Pb measurement results with the Hi Safe cocktail showed that the accuracy was within ± 21%, and at the activity level around 0.1 BqL -1 , it was within ±10%. The precision in the studied activity range, ranged from 16.7 to 6.6%, for low and high activities, respectively. At the activity levels around the guide value (0.1 Bq L -1 ), the obtained precision was about 9%.
The results of the regenerated Pb-resin columns indicated that the reused resin worked properly and showed the same performance as that of the fresh resin (Table 3) , reflecting the possibility of reducing the resin purchase cost to 50%.
Cocktails have an effect on the counting efficiency and the distribution of counts within the counting channels, whereas chemical yield depends upon the separation technique and the personal skills. However, cocktail can enhance counting efficiency resulting in improving the precision of determination of the radioanalyte. In the ion exchange method using Pbresin, the obtained PbSO 4 precipitate in the counting vials was suspended in the Star Gel cocktail (instead of covered by Hi Safe cocktail) and counted. The results are included also in Table 3 .
The results of Star Gel cocktail with Pb-resin indicated that the accuracy was within ±22 in the studied activity range, and the precision ranged from 12 to 6% for low and high activities, respectively.
Modified Sr-resin (a resin selective to Sr 2+ ) has, also, a good affinity to Pb was measured using Hi Safe and Star Gel cocktails (Table 4 ).
The results in Table 4 indicated that the chemical yield of Pb separation using Sr-resin column ranged from 49 to 91% with an average value of about 70%. The chemical yield values fluctuated within a wide range. Based on the average values, Sr-resin has slightly higher affinity to 210 Pb than Pbresin under these experimental conditions. Although the chemical yield was slightly better with Sr-resin, compared to the Pb-resin, the precision seemed to be not affected. With HiSafe cocktail, it was ranged from 16.3 to 6% for low and high activity levels, respectively, and with Star Gel, it was ranged from 17.5 to 6.2%, respectively. The accuracy was within ± 20% with both cocktails. For comparison, the results in Tables 2-4 are  summarized in Table 5 .
Comparing the results in of the examined analytical methods (Table 5) , the following conclusions could be drawn:
• The chemical yield was higher in the sulfate co-precipitation method (92% in average).
• Based on the average values, the chemical yield for Pb-separation by Sr-resin (about 70%) was slightly higher than that by Pb-resin (about 68%).
• The examined analytical methods using two different resins and two cocktails showed very comparable results where no clear advantages appeared. Each method can be used to achieve the job of analyzing 210 Pb in WadiNu'man groundwater, and meet the regulatory standard.
• The sulfate co-precipitation method is fast, but limited to samples of negligible levels of 228 Ra, as Wadi Nu'man groundwater, due to its interference with 210 Pb, whereas the ion exchange method is applicable to all sample types.
• HiSafe and StarGel cocktails showed very comparable performance and can replace each other in the analytical procedure. No advantage observed on suspending the precipitate in the StarGel for counting, where the counting efficiency of 210 Pb was almost the same (122±5)% with the two cocktails.
Conclusions
From the obtained results within the whole work the following conclusions could be drawn:
• A new, easier and more accurate approach has been introduced to the determination of the correction factor (F) for immediate 210 Pbcounting to get fast results. For future work, it is a new addition to the radiochemical methods that based on Pb separation for counting.
• Accuracy and precision of 210 Pb determination using sulfate coprecipitation method or ion exchange method using modified Pbselective ion exchange resins were satisfactory and have detection limits capable of meeting the regulation limit value of 0.1 Bq/L.
• The technique of choice is the ion exchange method using Pb-resin with any of the two cocktails due to the ease of the Pb-resin regeneration to reduce cost. In addition, Pb-resin is slightly cheaper than the Sr-resin. Open Access
